Objective: The purpose of this study is to estimate a patient's organ dose (effective dose) during performance of dual X-ray absorptiometry by using the correlations derived from the surface dose and the depth doses in an anthropomorphic phantom.
steoporosis is the most common cause of bone fractures in women, and especially during their menopausal period (1, 2) . Bone densitometry is an effective tool for assessing the risk of bone fracture. Today, it is also possible to control bone density during the healing period. Dual-energy X-ray absorptiometry (DXA) is the most applicable method to assess bone density, and this also allows for the determination of the bone mineral density (BMD) and bone mineral content (BMC). Radiation protection standards have been developed with the advent of bone densitometry, which utilizes ionizing radiation. Previous studies have shown that for performing bone densitometry with the DXA method, the radiation dosage to critical organs is due to scattered radiation; the surface doses from different DXA systems (pencil, fan and cone beams) have also been measured and compared. A recent study measured the values of the surface doses originating from a cone beam of the new DXA systems (3) .
Due to radiation protection and the ALARA (As Low As Reasonably Achievable) standards, the assessment of radiation exposure requires performing radiation dosimetry (4) . Manufacturers usually place emphasis on the surface dose, but this quantity is not enough to estimate the patients' risk. It is also necessary to determine the absorbed and effective doses.
The majority of studies in the field of dosimetry that have used DXA systems have compared surface doses from pencil and fan beams (5, 6) . The patients' effective dose was calculated in those studies on the systems that utilize a fan beam, and the effective dose was proven to be smaller than that using other conventional radiography techniques (7, 4) . A bone equivalent humanoid spine phantom was used in several previous studies to evaluate the surface doses from systems with a fan beam (5, 6, (8) (9) (10) (11) (12) . The surface doses on two phantoms that were five and 10 years old, respectively, from a system with a pencil beam, were measured using TLDs (Thermoluminescent Dosimeters). In that study, the TLDs showed a small value (~0) for the absorbed dose. The necessity of utilizing dosimetry for these systems was nonetheless highlighted (13) . In another study, it was shown that the effective dose from a fan beam was about two times greater than that from a pencil beam. However, those values are still smaller than the effective dose of the conventional radiography methods (14, 15) . In another study that aimed to estimate the embryo radiation doses and the risks associated with spinal and hip DXA, it was shown that the use of an apron resulted in a very small change in the absorbed dose to the embryo (16).
Today's DXA systems have evolved from using pencil and fan beams to using cone beam densitometers, which allows for an examination to occur without any scanning and with a short acquisition time. It was shown that the patient and staff doses from DXA systems are low (3).
Although new methods for bone densitometry have been developed, there have been no studies to estimate the absorbed dose to critical organs on the basis of the surface dose using DXA systems. Therefore, in this study, a tissue equivalent anthropomorphic phantom was irradiated with the femur and spine protocols. Using TLDs that were placed at the surface and at different depths of the thyroid and uterus, the absorbed dose of a Lunar DPX-MD densitometer with a pencil beam was measured. Forty women also underwent bone densitometry with a Lunar DPX-MD system, which utilizes a pencil beam, in the posteroanterior (PA) spine and femur scan modes. The surface doses of the thyroid, uterus and center of the scan point were measured using TLDs. The percentage of surface dose per unit dose to the center of the scan for the thyroid and uterus was then calculated. Based on the correlation coefficients and linear regression functions between the phantom surface dose and the dose at different depths, the thyroid and uterus depth doses were then estimated. The correlation between the scan center dose and surface dose to critical organs was then calculated. Finally, the effective doses to the thyroid and uterus were compared with the background radiation dose.
MATERIALS AND METHODS

DPX-MD Densitometer
The Lunar DPX-MD is one of the most widely used DXA machines. It uses a pencil X-ray beam that's detected after passing through the patient. Both the X-ray source and detector traverse the scanning area with a rectilinear motion. The DPX-MD (Lunar Corp., DPX series, Lunar MD 7164, WI, with a scan speed of 1 mm/s and a resolution of 0.5 0.5 mm) has a highly stable potential X-ray generator with a k-edge filter. The two X-ray energies required to differentiate between soft tissue and bone are produced using this filter. The X-ray tube is operated at 76 kVp and it has a maximum current of 5 mA. The effective energies of the beam are 38 and 70 keV. The operating current of the system is 0.75 mA. Its filtration is 35 mm-Al and the maximum field size is 10 10 mm 2 . The distance from the focal spot of the X-ray tube to the patient is 33.0 33.5 cm and the distance from the focal spot to the detector is 58.2 cm. The system is capable of evaluating bone density in the spine and femur, and it is also used for total body protocols. In spine scan mode, the scan area is 20 18 cm 2 with a maximum line scan of 167 lines and a scan width of 18 cm. The scan width is 15 cm in the femur scan mode. The scanned-area BMD and BMC data can be displayed with the DPX-MD software (version 4).
Various scanning modes (slow, medium and fast) can be used depending on the weight/thickness of the abdomen of the patient and the required resolution. In this study, the slow mode was assessed, which has a longer exposure time.
TLD Measurement Technique
Radiation dosimetry measurements were made using cubic calcium flouride TLDs (3 3 1 mm   3 ). The TLDs (TLD-400; Harshaw/Bicron, Solon, OH) were initially sorted into groups of equal sensitivity by a calibration procedure. The first step in this procedure was to obtain the ECCs (Element Correction Coefficients), which were applied in order to increase the reproducibility because of the individual differences between the TLD responses. On average, TLD badges have variations in the range of 10-15% which, after applying ECCs, was reduced to about 1-2%. We exposed 18 TLDs (76 kVp, 100 cm FFD, 100 mA, 0.01 S) and obtained their responses (x i ), and we calculated the mean of their responses (x AV ) in nC (nano Coulombs). The ECC for each TLD was obtained from the equation:
To obtain the calibration equation, we used 20 TLDs: six groups of three TLDs and two TLDs for background radiation measurements. These six groups were exposed to 13.94, 31.40, 44.23, 70.79, 92.80 and 133 Gy. The readout procedure was done using a TLD reader (TLD reader, Harshaw 3500). To obtain each of these doses, a multimeter (Unfors 401, Sweden) with accuracy of 1 Gy was placed in the radiation field. To increase the accuracy and reproducibility, each exposure was repeated three times. The TLDs were then annealed for one hour at 500 C (Atash 1200 Exiton Corp., Iran). According to the results, the dose ( Gy) versus reading (nC) was plotted, and a calibration curve was obtained (Fig. 1) .
To increase the measurement and calculation accuracy, we created four groups that each consisted of three TLDs, and the three TLDS in each group were exposed to 21 
Anthropomorphic Phantom
To estimate the absorbed dose to critical organs at different depths versus the surface dose, we used an anthropomorphic phantom that consists of three parts: the head and neck, the abdomen and the pelvic areas. This phantom was designed and constructed at the Iran University of Medical Sciences. Natural bone was used in the construction of this phantom. Paraffin wax with NaCl (impurity) was used as a substitute for soft tissues. The effective atomic number and electron density of the soft tissue material were 6.57 and 3.36 10 23 g 1 , respectively. For the lungs, two spongy woods were prepared with dimensions similar to the lungs, but with lower density than the soft tissue. Several probes made of phantom material that had TLDs located at different depths (with 1 cm intervals) were constructed for the dosimetry of the critical organs (Fig. 3 ).
Phantom Measurement
Phantom dosimetry was done using two different protocols for the spine and femur, respectively. The scanning conditions were complementary to the normal scan modes. First, a PA spinal scan was done in slow mode with 450 mAs; the absorbed dose to thyroid, uterus and scan center (the lumbar region) were then measured at the organ surface and the different depths (Fig. 4) . To reduce error, each badge consisted of three TLDs. To measure the thyroid dose in this scan, badges with three TLDs were prepared and placed at the right and left lobes of the thyroid at the surface and at different depths. One badge was placed at the scan center. Two additional TLDs were used to measure the background radiation outside the room. After applying the correction and calibration coefficients for each TLD, the dose to each region was then calculated in Gy. We then applied X-ray quality factor and thyroid weighting factor to obtain the effective dose equivalent in Sv. To estimate the surface and depth doses to the phantom in the uterus region in PA spine scan mode, TLD badges were placed at the surface and at 12.5 cm, 17.5 cm and 22 cm depth within the phantom. To reduce error, each scan was repeated four times. Because the uterus and ovaries are in the same region, radiation quality factor and tissue weighting factor were applied and their contribution to the dose equivalent was assessed.
In the femur scan protocol, that is, in the slow mode with 270 mAs, only the uterus dose was assessed due to the very low thyroid exposure, which was found to be in the range of the background radiation (a large distance from the thyroid to the femur center of the scan). To measure dose values, badges with three TLDs were placed at ten different depths in the uterus, and this included the surface, 9.5, 10.5, 11.5, 12.5 (center of uterus), 14.5, 15.5, 16.5, 17.5 (above uterus) and 22 cm from the source. To reduce error, the femur scan was repeated five times. After acquisition of the dose values, correlations between the depth and the surface dose of the critical organs were assessed. In cases where the correlation coefficients were significant, linear regression analysis was done to estimate the depth dose of critical organs versus their surface dose.
Patient Measurement
The patients included in this study consisted of 40 women who were referred to the Iran Metabolism and Endocrine Research Center for bone densitometry. This study was performed from Jan 2005 to Feb 2006 and it was approved by the Ethics Committees of the Iran Metabolism and Endocrine Research Center (Iran). First, a list of each patient's characteristics including age, height, weight, body thickness and body mass index (BMI) was obtained along with written consent before each experiment ( Table 1 ). The system current for each patient was proportional to the patient's BMI in each of the PA spine and femur protocols (397 57 mAs). The number of femur scan lines for each patient was proportional to their weight and height.
In the PA spine scan, the area between the first and forth vertebrae (L1-L4) was scanned. To assure the accuracy of the patient position, a scan was also done from T12-L5. In the femur scan, one of the patient's legs was rotated from ankle eversion. The patient measurements badges were placed at the following locations: two badges at the scan center (between L1-L4), two at the location of the thyroid lobes, two at the location of the uterus and two at the center of the femur scan position. All of these badges were placed at the surface and on the posterior side of the patient to measure the surface dose. Two badges were used to monitor the background radiation. For each patient, a scan protocol that included the PA, spine and femur modes was utilized. The patient entrance dose at the location of the critical organs and the dose at the scan center were measured together with the background radiation using TLDs. After acquiring the dose values, correlations between the dose at the scan center and the surface dose at critical organs were assessed. If the correlation coefficient was significant, then linear regression analysis was done to estimate the dose to critical organs versus the dose at the scan center. These organs are not in the scan direction; therefore, their absorbed dose is due to scattered radiation from other tissues. The percentage surface dose (D) to an organ was calculated based on the organ surface dose (D 0 ) and the total radiation dose of each scan (D t ) and the scan center dose with using the following equation:
The depth dose to the thyroid and uterus was estimated from the values of the previous phantom studies. The contribution of these organs to the effective dose (H E [ Sv]) was summed from the following equation:
where H T is the dose equivalent and it is derived from the product of the absorbed dose ( Gy) and the radiation quality factor (for X-rays, the quality factor is unity). W T is a tissue weighting factor, which differs for different tissues.
All of the statistical analyses were calculated with SPSS (SPSS/PC Inc; Chicago, version 11.5). P-values less than 0.01 were chosen as the level of statistical significance.
RESULTS
Phantom
The results of the thyroid dose in the PA spine scan mode are shown in Table 2 . The TLD badges were placed at the right and left lobes (at the surface and depth) and at the scan center and the results were analyzed after each of four runs.
In this scan, the average thyroid dose was 1.28 0.25 Gy for the left lobe and 1.18 0.17 Gy for the right lobe. By applying a thyroid weighting factor (0.05), the effective dose for the left and right lobes was found to be 0.06 0.01 Sv and 0.06 0.02 Sv, respectively. Correlation analysis was performed to obtain a relationship between the depth and surface dose in the thyroid. When the correlation coefficient was significant, a linear regression function was obtained. The results from the linear regression analysis are shown in Table 3 .
However, in this study, there was no significant correlation between the thyroid dose and the dose at the scan center.
To assess the uterus dose in the PA spine scan mode, the absorbed dose at four depths in the uterus (four times for each protocol and using three TLDs in each badge) was measured. The results from assessing the uterus depth dose at zero distance (at the surface near the source), 12.5 cm (center of uterus), 17.5 cm (above the uterus) and 22 cm (the surface at the anterior position of phantom) from the source, the background dose and the dose at the scan center are shown in Table 4 .
In this scan, the uterus average dose in the PA spine scan mode was 1.21 0.33 Gy. According to the similar position of the uterus and ovaries and taking into account the uterus and ovaries weighting factors of 0.05 and 0.20, respectively, their contribution to the effective dose was 0.06 0.02 Sv for the uterus and 0.24 0.07 Sv for the ovaries.
Pearson correlation and linear regression analysis were applied to obtain the correlation between the depth and Korean J Radiol 9(2), April 2008 surface doses in the uterus. Table 5 shows the regression functions between the depth and surface dose in the uterus with their significance levels and correlation coefficients. There was no significant correlation between the uterus surface dose and the depth dose and the dose at the scan center (p-value < 0.05).
In the femur scan protocol, uterus dosimetry (with 270 mAs exposure) was done at 10 different depths; this included the surface dose (near the source), 9.5, 10.5, 11.5, 12.5 (center of the uterus), 14.5, 15.5, 16.5, 17.5 (above the uterus) and 22.0 cm from the surface. To reduce the error, the femur scan protocol was repeated five times. Table 6 shows the results from the analysis of doses at different depths. In this protocol, the dose at the scan center and the background dose were 7.38 2.27 Gy and 2.23 1.25 Gy, respectively. In this protocol, the uterus absorbed dose was 2.52 1.12 Gy. After applying the uterus and ovary weighting factors, their contributions to the effective dose equivalent were found to be 0.13 0.06 Sv and 0.50 0.22 Sv, respectively. To evaluate a linear regression between the absorbed uterus dose at the surface and at different depths, correlation regression analysis with linear regression was performed with the results being given in Table 7 .
Patient
The surface dose of the thyroid, uterus, center of the scan and background in the PA spine and femur scan modes for 40 women (patients) with using 120 TLDs are shown in Table 8 .
Pearson correlation analysis between the dose at the scan center and the thyroid and uterus surface dose showed that there is a significant correlation between the two; therefore, linear regression analysis was applied. The results of the regression analysis are listed in Table 9 .
Therefore, we can measure the dose at the scan center and assess the dose to critical organs. Also, there was a significant correlation (a correlation coefficient of 0.94 and a p-value < 0.001) between the thyroid and uterus surface doses in both the PA spinal and femur scan modes. The average distances from the thyroid and uterus to the edge of the PA spine scan were 37.18 and 26.39 cm, respectively. The distances from the thyroid and uterus in the femur scan were 59.47 and 6.27 cm, respectively. The percentage the surface dose of the thyroid and uterus organs with respect to the center of scan dose is shown in Table 10 .
Finally, we used phantom linear regression functions to estimate the depth dose according to the surface dose in the patients. The results are listed in Table 11 . After applying X-ray quality factor and thyroid and uterus weighting factors (0.05), the mean thyroid contribution to the effective dose was found to be 0.08 Sv. The uterus contribution was 0.13 Sv in the PA spinal scan mode and 0.14 Sv in the femur scan mode.
DISCUSSION
The measured surface doses of the thyroid and uterus and the dose at the scan center in both the PA spine and femur scan modes were smaller than the manufacturer's quoted values of 9.6 Gy (17). Also, these values are much lower than the average daily background in the United Kingdom of 7 Sv (18) .
In this study, there was a significant correlation between the dose at the scan center and the thyroid and uterus surface doses (p-value < 0.01) (Fig. 5) .
There was also a significant correlation between the thyroid and uterus surface doses (p-value < 0.05) (Fig. 6) .
After regression analysis, the linear regression function between the thyroid surface dose (D s [thyroid] ) and the uterus surface dose (D s [uterus] ) was described by D s (thyroid) = D s (uterus) 0.91 0.01
Based on the fact that the system has a pencil beam and the absorbed dose to the critical organs is due to scattered radiation, the significant correlation between the dose at the scan center and the organs' surface doses is remarkable. During the PA spine scan, for the phantom measurements, the absorbed doses to the uterus and the left and 
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right lobes of the thyroid were 1.21 0.33, 1.28 0.25 and 1.18 0.17 Gy, respectively. The average uterus surface dose in the femur scan was 2.52 1.12 Gy. Because the thyroid dose was on the same order of magnitude as the background, it was not considered in this protocol. The surface dose at the scan center was 7.38 2.27 Gy. All of these values are smaller than those the manufacturer reported for this scan mode (17) . The contribution of the uterus, ovaries and the left and right thyroid on the effective dose in the PA spine scan was 0.06 0.02, 0.24 0.07, 0.06 0.01 and 0.06 0.02 Sv, respectively. In the femur scan, the contributions of the uterus and ovaries to the effective dose were 0.13 0.06 and 0.50 0.22 Sv, respectively. We found a significant correlation between the surface and depth doses in the thyroid and uterus with the PA spinal scan. There was also a significant correlation between the uterus surface and depth doses in the femur scan.
In another study, the dosimetry of Hologic QDR-1000 systems having a pencil beam and the Hologic QDR-2000 systems having a fan beam was determined with results similar to those obtained in the present study (19) . Njeh et al. (13) measured the thyroid and gonadal doses in the lunar DPX-L system and they showed that the contributions of the thyroid and gonadal doses to the effective dose were about zero; the dose at the scan center was 6 Gy. If we consider the TLD error in this energy range, our results are in the same range as those of this prior study.
Steel et al. (4) worked on lunar Expert-XL systems. Their reported contribution of the uterus to the effective dose was larger than the present study, which could be due to the differences in the output beam properties (fan beam: 143 kVp). For a Hologic QDR-2000 system, the contribution of the uterus and ovaries to the effective dose was larger than our results because this system uses a fan beam (16) . Koo et al. (20) reported that the surface dose at the scan center for children is 3 Gy, which was smaller than the value obtained in the present study (6.5 Gy). The absorbed doses to a fetus phantom in the first trimester with a pencil beam scanning the femur and PA spine were 2.7 and 1.2 Gy, respectively. During the 2nd and 3rd trimesters, the absorbed doses were 2.7 and 4.9 Gy, respectively, for the PA spine scan and 1.4 and 1 Gy, respectively, for the femur scan (11) .
One source of error in this study was variance in the photon density and TLD precision. We found a significant correlation between the thyroid and uterus surface doses and the scan center dose. We also estimated the depth dose from the surface dose. The percentage of the surface dose with respect to the dose at the scan center shows that the thyroid and uterus receive 33% and 35% of the dose to the scan center, respectively. The contribution of the effective dose equivalent from the DXA shows that the dose values of DXA are smaller than those of radiographic experiments (21) .
After acquisition of dose values, correlations between the dose at the scan center and the surface dose at critical organs were assessed. The correlation between the surface dose and the scan center dose existed in the patient studies, but not in the phantom studies. Comparing the organ dose with the dose at the scan center in the phantom showed that there was no significant correlation between these two parameters. The fact that no relation existed between the critical organs' absorbed dose and the dose at the scan center could be due to the pencil beam in the system. Therefore, for the phantom measurements, we suggest using a larger sample to assess the correlation between the surface doses and scan center dose. Moreover these organs aren't in the scan direction; therefore, their absorbed dose was due to scattered radiation from other tissues.
Our results showed that exposure in bone densitometry with a lunar DPX-MD was low at the level of the daily background dose. Therefore, the use of this system in a periodic manner should be of a low risk. We were able to estimate the thyroid, uterus and ovarian absorbed doses by measuring the dose at the scan center and the associated organ surface doses.
